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Abstract.  The  radioimmunoassay  for  urinary  free  cortisol  described  in  this  paper  is  simple,  rapid,  and 
I;  reproducible.  The  method  uses  a commercially  available  antibody  preparation  and  is  performed  in  two 

j steps.  The  first  step  includes  an  extraction  and  a column  purification  to  remove  materials  antigenically 

^ similar  to  cortisol  from  the  urine.  The  second  step  is  the  radioimmunoassay  using  dextran-coated 

charcoal  to  separate  bound  and  unbound  cortisol.  =’H-cortisol  is  added  prior  to  any  mechanical  manipu- 
1 lation  to  allow  calculation  of  analytical  recovery  for  the  purification  procedure.  The  coefficient  of  varia- 

S tion  for  interassay  determinations  was  a maximum  of  10.3%  and  for  intraassay  determinations  a 

y maximum  of  5.7%.  Analytical  recovery  averaged  97.7%.  One  technician  can  analyze  100  samples  per 

j week. 

I 

( 

j 


I INTRODUCTION 

Tissue  cortisol  levels  as  a function  of  psy- 
chological or  physical  stress  have  been 
I of  particular  interest  in  numerous  investiga- 

; tions  (8,  22,  24,  27,  28).  Levels  have  been 

■ determined  by  fluorometry  (7,  30,  31),  gas 

I chromatography  (4,  19)  and  gas  chroma- 

■ tography-mass  spectrometry  (25,  32), 

I competitive  protein  binding  assay 

i (CPB)  (3,  14,  18,  20,  23),  and  most  re- 
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cently,  radioimmunoassay  (RIA)  (2.  6.  9. 
13,  14,  15,  26,  29).  RIA  determination  of 
cortisol  in  human  serum  or  plasma  is  sim- 
plified by  the  relatively  low  concentrations 
of  antigenically  similar  materials  which  are 
present,  and  by  use  of  specific  antibody 
preparations  which  are  commercially  avail- 
able. Diurnal  variation  studies  of  cortisol  ex- 
cretion using  indwelling  venous  cath- 
eters (10,  11,33)  have  demonstrated  epi- 
sodic excretion  of  cortisol.  This  creates  a 
problem  in  the  interpretation  of  results  from 
a single  venipuncture  in  human  factors  re- 
search and  may  indicate  a need  for  the  use  of 
indwelling  venous  catheters  in  certain  stud- 
ies (22,  27).  Urinary  free  cortisol  (UFO  has 
been  used  as  an  indicator  of  adrenocortical 
function  for  many  years  and  in  addition  is 
used  in  the  human  factors  research  to  relate 
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corticDNlcfoid  excretion  to  hiimtin  perform- 
ance (24).  .Alihoiigh  the  xpeciticily  ol  deler- 
nntialion  of  LfC  increased  with  the  advent 
of  the  C'PB  assays  and  h;is  incretised  even 
more  with  RI.A,  the  wide  spectrum  of  uri- 
nar\  steroids,  including;  cortisol  con- 
jugtites  (4.  2 1 ) m;i\  necessitate  additional 
steps  to  remove  interfering  constituents. 

This  report  ilescrihes  a method  lor  tleter- 
mining  If  'C  which  we  have  tound  to  he  re- 
liiihle.  It  uses  a simple  chrom;itogr;tph\  step 
to  remoxe  cross  leacting  materials  and  of- 
fers the  eonvenience  of  using  a commercial 
antihodx  preparation  I he  procedure  has 
been  applieil  to  over  1.000  urine  specimens 
as  part  of  an  ongoing  program  to  coirelate 
biochemical  constituent  values  to  occupa- 
tional stress  and  performance  levels  among 
Naval  personnel  (e  g.  2S)  I he  correlatii'n  of 
the  cortisol  lev  els  to  stress  and  performance 
will  be  reported  elsewhere. 

MATERIALS  AND  METHODS 

Hiitlrr  Soliiiinn . Prepare  a 0.12.*'  M bonite. 
Oil  M NaC  I buffer.  pH  7.0.  I his  is  ■ttahle  at 
room  tempeniture  for  at  least  two  weeks. 

(Icitiiin  Siiliinmi.  Prepare  on  day  of  use  by 
dissolving  100  mg  gelatin  (.Sigma)  in  l(M)  ml 
biilfer  solution  at  ^0  C ( ool  anil  maintain  at 
0-4  C. 

//.2.O.  7-  'H l-(  III lisnl  Siiliilinns . Prepare 
the  stock  solution  by  lirst  evaporating  the 
solvent  from  an  ampoule  containing  I mCi 
|1.  2.  0.  7- 'H  |-eortisol  ( Amersham-Searle) 
with  the  aid  of  N_.  gas.  I he  'H-ci>riisctl  is 
reilissolved  in  4.2  ml  10' ^ ethyl  acetate  in 
/vo-octane.  One  milliliter  aliqtiots  are  each 
subjected  to  column  chromatography  as  de- 
scribed below  , iind  the  eluteil  radiocortisol 
in  the  fractions  camtaining  40' 7 ethyl  acetate 
m /w(-octane.  is  pooled  in  a I “'-ml  culture 
tube  by  successively  adiling  a fraction  and 
ev.iporating  the  solvent  with  the  aid  of  N_. 
gas.  I he  'H-cortis('l  is  redissolved  in  10  ml 
methylene  chloride  tind  stored  :it  20  C. 

During  column  purifictition  aliquots  tire 
subjected  to  liquid  scintillation  determinti- 
tions  in  order  to  ctilculatc  the  recovery.  Re- 
covery of  the  rttdiolahcl  in  the  Aff}  ethyl 
iiceiate  fraction  should  exceed  Wf. 

Radiocortisol  working  solution  is  pre- 


pared just  prior  to  use  by  evaportUing  the  | 

methylene  chloride  from  0.6  ml  'H-cortisol  I 

stock  solution  and  redissolving  the  radio-  | 

cortisol  in  100  ml  buffer  solution.  Triplicate  i 

200  !x\  aliquots  are  removed  for  subse-  | 

quent  liquid  scintillation  determinations  j 

( DPM, joowi  in  •Calculations").  I 

Cortisol  Standard  I with  '^H-Cortisol  Sola-  ! 

tion).  100  Dissolve  2.S  mg  cortisol  j 

(Calbiochem)  in  100  ml  methanol  and  pre-  j 

pare  a I ql/ml  cortisol  solution  by  making  ! 

serial  dilutions  w ith  me'ihanol  in  benzene  so-  ■ 

lution  (1:9.  v,v).  Transfer  9 ml  to  a vol-  ; 

iimetric  flask,  add  I .(K)0  ng  'H-cortisol  in 

methy  lene  chloride  (determined  with  specif-  j 

ic  radioactivity  datii  supplied  by  the  manu- 
facturer). ;ind  dilute  to  100  ml  with  methanol 
in  benzene.  Triplicate  200  ti\  aliquots  are 
subjected  to  liquid  scintillation  counting  in 

order  to  check  the  specific  radioactivity  of  ! 

the  standard  (SR.umiUtnd-  The  standard  is 
stored  as  4 ml  aliquots  in  culture  tubes  at 

40  C. 

Anti-cortisol  Antihods  Solution.  The  con- 
tents of  a ■•  lOOtest"  viaHcontaining  lyophy- 
lized  anti-cortisol  antibody  (RI.A  of  Califor- 
nia. 17688  Patterson.  Perris.  C.A  92370)  tire 
dissolved  in  6 ml  buffer  solution.  Aliquots  of 
0..S  ml  are  stored  in  l.'v-ml  culture  tubes  at 

-40  C.  This  is  sufficient  for  over  6(X)  equili-  j 

Oration  mixtures.  In  determining  optimum  f 

concentrations  we  referred  to  Zettner's  | 

Method  I (.74). 

Immediately  prior  to  use.  the  frozen  anti- 
body solution  m one  tube  is  thawed  and  di- 
luted to  10  ml  w ith  cold  gelatin  solution.  The 
solution  is  maintained  in  an  ice-water  bath 
throughout  use. 

Column  Chromatofiraphy . The  chroma-  ! 

tography  system  is  described  by  Abraham.  j 

el  al.  ( I ).  In  brief,  celite  is  heated  at  1000  F | 

for  16  to  18  h.  cooled,  and  mixed  very  thor- 
oughly with  ethylene  glycol  : water 
(80  : 20).  using  0.5  ml  of  stationary  phase  for 
each  gram  of  celite.  T his  column  material 
can  be  stored  in  a sealed  container  al  room 
temperature  for  up  to  .7  weeks  without  per- 
formance decrement. 


" I he  \ia!  contains  antihmlv  which  is  sufficient  for 
HM)  determinations  on  plasma  when  the  prtKediire  rec- 
ommended hv  RI  A of  California  is  used  M 
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Disposable  pipettes  (5.0  ml)  containing  a 
3-mm  glass  boiling  bead  at  the  bottom  are 
packed  with  400  mg  of  column  material  by 
vacuum  aspiration.  The  prepared  columns 
with  sample  added  are  eluted  twice  with  3.5 
ml  of  10%  ethyl  acetate  in  i.vo-octane  and 
then  eluted  once  with  3.5  ml  of  20%,  30C{. 
and  40%  ethyl  acetate  in  i.vo-octane,  suc- 
cessively. '‘H-cortisol  was  recovered  in  our 
work  in  the  40%  elution  step.  All  solvents 
are  prepared  immediately  prior  to  use  and 
columns  are  used  only  once. 

Dextrun-coiiied  Chart otil.  Prepare  on  the 
day  of  use.  Five  grams  Norit  A (Amend 
Drug  and  Chemical  Co.)  and  0.5  g Dextran- 
70  (Pharmacia)  are  suspended  in  85  ml  water 
in  a 150-ml  beaker  with  the  aid  of  an  over- 
head stirrer  for  3 h.  During  the  final  hour  and 
throughout  use.  the  suspension  is  main- 
tained in  an  ice-water  bath. 

Liquid  Scintillation  Counting.  Glass 
counting  vials,  prepared  for  liquid  scintilla- 
tion counting,  contain  2(K)  ii\  sample  and  10 
ml  Aquasol  (New  England  Nuclear).  The 
counting  efficiency  is  determined  for  each 
assay  through  the  use  of  an  internal  “H-to- 
luene  standard  (ICN). 

Unless  otherwise  specified,  all  chemicals 
are  ‘Baker  Analyzed'  Reagent  Grade  from 
J,  T.  Baker,  and  are  used  without  further 
purification.  Semi-automatic  samplers  (Gil- 
man) and  repeat  pipetors  (Oxford)  may  be 
used  throughout  the  procedure.  All  glass- 
ware is  prepared  by  washing  with  Acationox 
solution  (Scientific  Products),  rinsing  ten 
times  with  deionized  water,  and  drying  at 
60  C. 

Assay  Procedure.  Each  extraction  mix- 
ture is  prepared  by  placing  a urine  aliquot 
equivalent  to  1/125  of  an  average  hourly  vol- 
ume into  a 15-ml  culture  tube,  adding  buffer 
to  increase  the  total  volume  to  1 ml.  and  then 
adding  500  /xl  'H-cortisol  working  solution 
and  5 ml  methylene  chloride.  Each  tube  is 
covered  with  a teflon-lined  cap.  shaken  vig- 
orously for  5 min.  and  centrifuged  2 min  at 
2,000  X g.  The  aqueous  layer  is  aspirated 
and  discarded,  and  0.5  g anhydrous  Na^SOj 
is  added.  The  mixtures  are  shaken  for  2 min 
and  centrifuged  2 min;  3 ml  aliquots  are 
transferred  to  disposable  13  x 100-mm  test 
tubes  and  the  methylene  chloride  is  evapo- 
rated by  placing  the  tubes  in  a 50-55  (.'  bath 


under  a stream  of  air.  The  cortisol  is  redis- 
solved in  1 ml  10%  ethyl  acetate  in  iso-oc- 
tane  solution  and  subjected  to  column  chro- 
matography as  described  above.  The  corti- 
sol is  eluted  in  the  40%-  fraction  which  is 
collected  in  a 13  x lOO-mm  test  tube.  The 
solvent  is  evaporated  with  the  aid  of  N^  gas 
and  a 50-55  C bath,  and  the  cortisol  is 
redissolved  in  17  ml  buffer  solution.  A 
2(H)  /xl  aliquot  is  removed  from  each  solu- 
tion and  placed  in  a corresponding  count- 
ing vial  for  subsequent  liquid  scintillation 
determination  (DPM„,]umn.  2ihi  mi)-  Each 
equilibration  mixture  is  prepared  by  trans- 
ferring another  2(K)  /al  aliquot  to  a 10  x 75- 
mm  test  tube,  placing  the  tube  in  an  ice- 
water  bath,  adding  2(H)  q.\  antibody  solu- 
tion. subjecting  to  vortex  mixing,  and 
transferring  the  tube  to  a 3 C shaker  bath. 

Reference  equilibration  mixtures  are  pre- 
pared by  placing  5,  10.  20.  30,  50.  70. 90.  1 10, 
130,  1.50,  and  170  fjt]  aliquots  of  cortisol 
standard  (with  ^H-cortisol)  solution  in  13  x 
lOO-ml  test  tubes,  evaporating  the  solvent 
with  the  aid  of  N..  gas.  redissolving  the  corti- 
sol in  1 .7  ml  buffer  solution,  and  then  trans- 
ferring a 2(H)  q\  aliquot  and  adding  anti- 
body solution  as  described  above.  Another 
200  !x\  aliquot  of  each  cortisol  standard  in 
buffer  solution  is  transferred  to  a counting 
vial  for  liquid  scintillation  determination 
(DPMsiandarri  , ;!(HI  Ml  )■ 

The  equilibration  mixtures  are  maintained 
in  a 0-3  C shaker  bath  for  18  h.  Fifty  micro- 
liters of  the  dextran-charcoal  suspension  are 
added,  and  followed  immediately  by  vortex 
mixing.  Each  mixture  is  replaced  in  the  bath 
2-3  min,  and  then  centrifuged  2 min  at  0 C. 
A 200  ^xl  aliquot  of  each  supernatant  is  trans- 
ferred to  a corresponding  scintilllation  vial 
for  liquid  scintillation  determination 

(DPMpquiiihrallon.  '2IKImi)- 

Calculations.  Excretion  of  UFC  (ng/min) 
can  be  calculated  from  the  data  by  the  fol- 
lowing steps.  For  each  assay,  parameters  m 
and  b in  the  function 


Feaulllhratlon  HI  X -S  b 

= total  cortisol  (labelled  plus  uninbelled)  in 
equilibration  mixture 
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arc  determined  by  applying  the  meihorl  of 
least  squares  for  a linear  fit  ( 17)  to  data  col- 
lected from  the  reference  equilibration  mix- 
tures. For  each  of  these  mixtures 


^ 0 444  X 

bound  DFM... 


'<miuttr.tit<in.  2im> 


DPM 


stHnilMril , 2»»'‘  Ml 


b.-.iuiiihr;.nnn  IS  estimated  for  the  mixtures  con- 
taining cortisol  extracted  from  urine  by  ap- 
plying the  equation 


. ' 444  - '"ohimn , 2(*«i  ul 

r binind 

followed  b\  application  of  the  first  equation 
l astly,  the  excretion  r.ite  is  determined 


(•niph  !.  ft^liitinnshtp  rrciprocat  pfreeni 

hound  cnrti\ol  and  total  cortisol  (pui  in  ftjutlthra' 
turn  mix  ture  based  on  results  from  reference  equih~ 
hration  mirtures 


Rate  (ngmini 

-7  O'*  • it 


• \tr«rtl<ir, 


) 


i 


I here 


F,., 


Dl’NI, 


I limn  . 2 (hi  mi 


li'tal  cortisul  ll.ibi'lled  pin  imlabelled)  in 
extraction  mixture 


F‘. 


I >PM. 


SR 


labelled  cortisol  added  to  extrtiction 
mixtures 


RESULTS 


fhc  relationship  bctx»een  hound  cortisol 
and  cortisol  present  in  an  equilihr.ition  mix- 
ture may  he  established  lor  each  assay  by  a 
graph  rather  than  by  application  of  the  meth- 
od ol  least  sipiares  The  result  from  a typical 
determination  is  shown  m tiraph  I 

Intcrassay  and  intra-assay  variabilities 
were  determined  on  aliquots  ot  pooled  urine 
covering  a ranee  ot  average  cortisol  excre- 
tion rates  Fiach  pool  was  prepared  by  com- 
bining individual  urine  specimens  in 


amounts  proportional  to  column  excretion 
rates  and  freezing  aliquots  at  40  C Inter 
assay  variability  liable  hand  intra-assav 
variability  liable  2l  aver.iged  fi '"'7  and 
respectiv  ely  .An.ilv  tical  recovery  .iv - 
erageil  “ thioiiehoiil  the  range  of  the 
test  iTable  2i. 

In  .invithcr  study,  urine  specimens  vceie 
collected  from  ' m.ile  siibiects  at  ' h inlei 
v.'ils  throughout  a 'X  h period  I xiTi  lion 
rales  were  hiehest  foi  each  siibicc  I diaine 
the  intery;il  0^00  ihroiigh  UMlii  oi  iiMiO 
through  000(1  and  were  lowest  vliinng  inler 
v.ils  immediately  precedine  these  peiiods 
K iraph  2 1 

I he  24  h exi  rel  ion  r.ite  of  I F(  lot  to  siib- 
iects averttced  7^  0 /ig  Results  were  lower 
for  women  than  for  men  l Table  h at  a con- 
fidence lev  cl  of  irt  It  value  I 0t| 

DISCUSSION 

We  have  presented  an  RI A mcthcKl  forvic 
tcrmining  IIFT  which  appetirs  to  have  high 
specificity'.  The  24  h excretion  rates  (Table 
1)  iis  determined  by  the  method  arc  com- 
parable to  or  lower  than  other  published  val- 
ues 1 12.  18.  20,  2.T  29).  Four  factors  con- 
tribute to  the  reliability  of  the  test.  First,  the 
commercial  antibody  preparation  possesses 
unusually'  low  cross-reactivity  as  deter- 
mined by  (Ttmpuzano  (.1.  h)  for  serum  con- 
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TABLE  1— InliKwy  Varltbllltf.  SamplM  war*  analyMd  without  rapllcatlon  9 timaa  ovar  an  8 month  parl- 
od. 


Pool#i 

Pool  #2 

Pool  #3 

Pool  #4 

Poo)  #5 

Average  Cortisol  Excretion 
(ng/min-subject) 

15.8 

28.6 

456 

61.3 

64.2 

CoeflicienI  of  Variation 

7,2% 

6.3% 

10.3% 

4.7% 

4 9% 

stituents.  Most  other  antibody  preparations 
seem  to  cross-react  appreciably  with  one 
or  more  other  steroids  (2,  9,  13,  14,  15, 
26,  27).  In  some  cases  this  may  be  due  to 
contamination  of  the  preparations  with 
transcortin.  Cross  reactivity  becomes  a 
serious  problem  in  the  analysis  of  urine, 
considering  that  only  1%  of  serum  cortisol  is 
excreted  as  UFC  (12).  The  remainder  is  ex- 
creted primarily  as  reduced  metabolites 
which  are  conjugated  to  sulfuric  and  glucu- 
ronic acids  (4,  12,  21).  The  multitudinous 
urinary  substances  are  still  being  identi- 
fied (21),  therefore,  complete  determination 
of  the  cross-reactivity  of  an  antibody  prepa- 


Graph  2.  Dimrnal  VariaHom  of  Cortisol  Extrotioo. 
SanplM  wtrc  collected  from  3 healthy  males 
(Aaea  26-^30)  at  3 h Intervals,  volumee  measured, 
and  aUquoti  frosca  for  subsequenl  snalysli.  The 
eubjacu  partkipated  In  their  usual  worh-rdax- 
sleep  ryciss  and  activities,  except  that  sleep  was 
Inteiniptsd  in  order  to  obtain  urine  sampiee. 
Each  pMtsd  line  on  the  fraph  represenU  urinary 
cortisol  values  obtained  from  one  of  the  three  sub- 
Jecu. 


ration  with  individual  urinary  steroids  and 
related  metabolites  is  yet  to  be  done.  Sec- 
ond, potentially  interfering  substances  are 
removed  by  extraction  of  the  cortisol  into 
methylene  chloride  and  chromatography  of 
the  extracts  on  celite-ethylene  glycol-H^O 
columns.  The  columns  are  easily  prepared 
and  the  ability  of  the  columns  to  fractionate 
serum  steroids  has  been  demonstrated  (1). 
In  our  preliminary  experiments,  elimination 
of  the  column  chromatography  step  resulted 
in  a 2-3  fold  increase  in  determined  UFC 
(Unpublished  data).  We  think  that  the  in- 
crease was  due  to  impurities  which  are  re- 
moved when  chromatography  is  employed. 
Third,  a single  increment  of  ’H-cortisol  is 
added  to  the  extraction  mixtures  to  monitor 
procedural  losses  and  to  establish  the  recip- 
rocal percent  bound  cortisol  in  the  equilibra- 
tion mixtures.  Corrections  are  made  for  its 
presence  in  each  mixture,  and  so  the  count- 
ing error  can  be  minimized  by  adding  a large 
amount  of  this  “H-cortisol  tracer.  Fourth, 
and  perhaps  most  unusual,  a cortisol  stand- 
ard solution  which  contains  radiocortisol  is 
prepared  and  aliquots  are  stored  frozen  until 
use.  The  specific  radioactivity  of  this  solu- 
tion is  carefully  measured  prior  to  freezing 
the  aliquots.  I^esence  of  the  radiocortisol 
r’  . method  of  correcting  for  adsorp- 
>'ent  evaporation  or  other  changes 
standard  during  prolonged  storage 
hroughout  the  assay — a feature  which 
is  particularly  useful  for  many  types  of  longi- 
tudinal studies.  Although  we  experienced 
difficulty  in  accurately  pipeting  small  ali- 
quots of  the  standard  solution,  the  amount 
of  cortisol  present  in  the  reference  equilibra- 
tion mixtures  could  later  be  precisely  deter- 
mined through  knowledge  of  the  specific  ra- 
dioactivity. 

Both  serum  and  urinary  free  cortisol  lev- 
els are  related  to  the  corticoadrenal  activity 
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TABLE  2 — Intra-assay  Variability  and  Analytical  ftacovary.  For  each  urine  pool  ten  extraction  mixtures 
were  prepared  as  described;  five  contained  t1.2  ng  added  cortisol.  Each  extraction  mixture 
was  analyzed  for  UFC.  The  analytical  recovery  of  the  added  cortisol  for  each  pool  was  esti- 
mated by  subtracting  the  average  value  of  the  five  mixtures  without  added  cortisol  from  the 
average  of  the  five  mixtures  with  added  cortisol.  Deviations  of  the  analytical  recoveries  from 
100*ra  are  within  the  variabilities  in  the  measurements  shown  in  the  table. 


URINE  POOL 

Blank 

#1 

• 2 

#3 

«4 

Cortisol  (ng)  in 

extraction  mixture 

08 

5 6 

108 

17  7 

22  5 

29  7 

Cneltinent  ot  Variation 
Cortisol  (nq)  in  extraction 

3 5°o 

3 5°o 

4 (“o 

2 

1 7% 

5 5”-> 

mixtures  with  adfled 
cortisol 

1 1 9 

17  5 

23  4 

27  6 

31  7 

40  7 

Coefticient  ot  Variation 

2 4% 

2 1-0 

2 8»o 

5 7-- 

2 5"- 

Difference  (ng) 
Analytical  Recovery  of 

1 t 1 

1 1 9 

126 

99 

9 2 

11  0 

artriPd  cortisol 

99 

106  1°o 

112  2°o 

88  3°o 

82  3“= 

97  9% 

.tml  to  the  levels  in  the  tissues.  Se- 

cretion ol  cortisol  hy  the  ;idren;il  >;laml  is 
hclieveil  to  he  episodic;  serum  levels  may 
iindeiy:o  wide  tliictiiations  w<ithin  a hriet  pe- 
riod |4.  X.  It).  II.  If).  21 . and  may  even 
he  alVecteil  hy  the  sampling  process  it- 
self (22.  27).  A widely  held  assumption  has 
been  that  cortisol  is  excreted  in  the  urine  ofa 
particular  individual  at  a rale  which  is  pro- 
portional to  the  serum  concentration  and 
that  cortisol  metaholiles  maintain  unvarying 
proportionality . Thus,  an  excretion  meas- 
urement of  urintiry  free  cortisol  during  a giv- 
en interval  should  he  an  index  to  the  in- 
tegrated serum  level  for  that  period.  .M- 
thoiigh  we  observed  a diurnal  variation  in 
the  excretion  rale  of  LiKC  (firaph  I ) \i\-<i- 
17)  the  circadian  profile  of  serum  cortisol 
measured  hy  others  (It),  II.  Ih.  T.1).  recent 
evidence  does  suggest  variations  in  the  ratio 
of  urinary  cortisol  metabolites  (4.  21). 
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TABLE  3 — Twenty-four  Hour  Excrefion  of  Urinary 
Cortisol.  The  rates  were  determined  (or 
30  apparently  healthy,  active  males  and 
females.  Twenty-four  hour  specimens 
were  obtained  over  a five  day  period; 
aliquots  were  stored  at  -40  C and  ana- 
lyzed the  following  weelt. 


CORTISOL 

Malp 

l(iq  24  ill 

141 

(n  161 

Mean 

20  6 

28  9 

Median 

17  4 

27  4 

Range 

4 5 48  1 

11  5 52  8 
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